Patient safety during endodontic therapy using current technology: a case report.
It is an accepted safety practice to take precautions during endodontic treatment to prevent aspiration or swallowing of instruments (1). The placement of a rubber dam is considered the standard of care (2, 3). With the advent of new endodontic devices, new safety challenges have arisen and must be considered in addition to the placement of a rubber dam. A case report is presented that emphasizes the importance of patient safety and suggests precautions to prevent any safety-related mishaps during treatment.